[Interference resistance in electrogastrography].
Parameters of electrogastrosignals and noise have been studied during cutaneous electrogastrography . Backgrounds are classified; signal parameters are analytically determined. As a result of the study an electrogastroenterograph is developed providing the stability of recording over a wide frequency range.